False-negative Results of Human Immunodeficiency Virus (HIV) Rapid Testing in HIV Controllers.
Serological assays were performed on 85 human immunodeficiency virus-controller samples . 6% presented a negative rapid screening test 7% presented an indeterminate Western blot. The enzyme immunoassay ratio decreased in controllers who had continual negative ultrasensitive HIV RNA results since inclusion.